Purpose: To suggest a low cost, non-contact smartphone-based screening system in retinopathy of prematurity (ROP), and to illustrate its potential clinical application as a potential future tool for teleophthalmology. Methods: Neonatal intensive care unit (NICU)-based bedside ROP screening done between January 2018 and May 2018. Documentation of ROP was done by using a smartphone and +40D, +28D, or +20D indirect non-contact condensing lenses. By using the coaxial light source of the phone, this system works as an indirect ophthalmoscope that creates a digital image of the fundus. With smartphone-based camera we extracted high-quality still images extracted from the video clip. Results: Total of 228 eyes of 114 infants screened for ROP between January 2018 and May 2018. Incidence of total ROP was 23.68%, out of which incidence of type 1 ROP was 8.77%. After initial screening with indirect ophthalmoscope, we uesd smartphone imaging to document ROP in 28 eyes out of 55 eyes having ROP. Image quality was good in 89.28% eyes. Field of view vary from 46°, 53°, and 90° with +20D, +28D, and +40D indirect condensing lenses, respectively, which gives excellent images for bedside ROP documentation. Conclusion: The described technique of smartphone fundus photography is a light weight, cost-effective, user friendly, high-quality wide-field fundus photographs for bedside documentation of ROP in NICUs using readily available instruments that are handy and portable with simple power sources. Smartphones has the potential to be operated with only one hand. It can also be used as a future telescreening device.
Retinopathy of prematurity (ROP) is a leading cause of childhood blindness worldwide. In India, the incidence of ROP is increasing because of expanding neonatal care and improved neonatal survival rate. The incidence of ROP in India is reported between 38 and 51.9% in low-birth-weight infants. [1] According to early treatment for ROP early detection and prompt treatment can reduce unfavorable outcomes secondarily to type 1 high-risk prethreshold ROP. [2] In present study, early detection, image acquisition, and interpretation are done by an experienced ophthalmologist.
The current gold standard method for ROP screening requires indirect ophthalmoscope with the condensing lens. [3] Nowadays, digital fundus photography is used in ROP screening to facilitate consultation in difficult cases and also contribute to medicolegal affairs. However, it is not easy to take a fundus photograph of a newborn without professional equipment such as the RetCam system, [4] which is costly and unaffordable in most of the local medical healthcare systems. The ease of use, portability, and cost-effectiveness of smartphone fundoscopy can share the advantages of telemedicine, either to document the fundus status or to consult an experienced senior ophthalmologists and also helps in medicolegal affairs. [5] Besides, the light source of smartphones is safe for human eyes. Retinal irradiance from smartphones is less than that from an indirect ophthalmoscope. [6] The smartphone has become the basic necessity in today's world. With advanced technology and ease of handling for capturing images smartphones are commonly used as the clinical imaging device in ophthalmology. [7] Modern smartphone camera is already equipped with a high-quality optical system and a coaxial light source, which can be used to capture high-quality retinal images. Various applications and devices are available for smartphone cameras that not only increases the image quality of fundoscopy, but also cost-effective and give ease of handling while capturing ROP images. [3, 8] In this study we used condensing lens with smartphone attached to cost-effective, handy, mobile, non-contact device to capture wide-field and good bedside fundus images of ROP infants in an Indian population.
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Methods
It is an observational study. Bedside fundus images of preterm infants initially screened with indirect ophthalmoscope and diagnosed having ROP were captured in neonatal intensive care unit (NICU) between January 2018 to May 2018. All infants were awake during fundus examination and smartphone imaging. Pupils were well dilated using 0.4% tropicamide +2.5% phenylephrine eye drops three times till full dilatation occurred and only 2% proparacaine drops as topical anesthesia was administered for applying a pediatric wire speculum and performing globe rotation. One nurse assisted in holding infant's head stable.
Images were captured with a smartphone, iPhone 5S (Apple Inc., Cupertino, CA, USA) and either 20D, 28D, or 40D lens (Volk Optical Inc., Mentor, OH, USA). 20D, 28D, and 40D lenses give a field of view of 46°, 53°, and 90°, respectively. [3] Since, it is an initial experience we tried capturing images from all three defined lenses randomly. Condensing lens and a smartphone (iPhone 5S) under original camera settings is used to record a video, with a constant, coaxial inbuilt light source and capturing snapshots out of the video help us in documenting ROP. MIIRetCam (an invention used for capturing adult fundus by Dr. Ashish Sharma), [9] was used to hold lens and smartphone at a fixed working distance [ Fig. 1] . Alternately, a self-designed device consisting of 40 mm diameter wide and 15 cm long polyvinyl chloride (PVC) pipe painted matt black from inside (black tube), smartphone attached at one end with the help of universal mobile holder available online and condensing lens stabilized on other end of tube with the help of black electrical insulation tape, can be used to capture same quality images [ Fig. 2] . The autofocus capability of smartphone camera maintains the image quality to perform indirect fundoscopy. The pupil should be fully dilated to reduce light reflections. Condensing lens-smartphone-MIIRetCam/black tube device assembly (CSD) was turned to different angles to image retinal periphery. CSD assembly was aligned in a straight axis at a particular distance, stabilized with infants forehead support by one hand and another hand can be used occasionally to rotate the globe with pediatric wire vectis, for better periphery visualization. It is a single examiner technique without the need of any assistant during image capture. Single device can hold all the lenses described with an additional lens holder. Ophthalmologist holds "lens holding cuff" of CSD assembly to take retina images.
The lens should be clean without any dust particles on it. Otherwise, it may mislead the autofocus of the phone camera. The eyelids were widely opened by the use of pediatric wire speculum and pupil should be fully dilated in a minimal illuminated room to minimize glare during fundoscopy, with the nurse monitoring the infant during the course of examination. Hazy vitreous and vasculosa lentis were other reasons which hampered good quality image acquisition. The infant's cornea should be kept moist with sterile distilled water. Through a clear medium, the iPhone camera can automatically focus on the retina. The recording was done by universally available inbuilt video mode of smartphone for approximately 1 min duration and the video was kept on during the whole examination. Video mode automatically focuses to give clear imaging. If the light reflection is too severe, the light intensity can be reduced by covering the flash with a layer of micropore tape (3M, St. Paul, MN, USA). [10] Once recording was completed, still images were captured from the video sequence by taking a screenshot (by pressing and holding home and sleep/wake button simultaneously). Videos were taken at 30 fps at 1080p resolution, with 1 min capture files were 150-200 MB in size. Screenshots were 1-2 MB at maximum resolution. However, we found that these files could be compressed on transmission through secure e-mail/WhatsApp software down to approximately 100 KB and still be adequate for clinical use. Images captured and read by a single examining ophthalmologist. These images were also transferred for explaining to (ophthalmologist and neonatologists) elsewhere by internet-guided inbuilt softwares in smartphone, customizing telemedicine in ROP screening. Examiner avoided imaging in infants with physical barriers around the eye, such as the obstructive modes of ventilatory support, poorly dilating pupil, and eyes with hazy medias, all of which may affect image quality. Single ophthalmologist (AG) trained in ROP screening captured all images. Image quality was graded as good and poor based on ability of grader to determine the dilatation and tortuosity of vessels or presence of different stages of ROP in the images. "Good" was defined as an image in which there was a clear view of optic nerve and vessels and the grader could easily discern the dilatation and tortuosity of vessels or presence of various ROP stages with or without glare artifact, which ensured accurate diagnosis, and "poor" image in which the grader was unable to clearly visualize and determine the characteristics of the retina or vessels, and thus unable to make correct diagnosis.
Telemedicine refers to the use of telecommunication and information technologies to provide clinical healthcare at a distance. It involves capturing and transporting patient data for subsequent interpretation by a remote expert. Simultaneously, with the help of these recorded ROP images parents were also educated about the importance of ROP screening. Table 1 highlights the comparison of different imaging modalities used for fundoscopy in infants with ROP.
Results
A total of 228 eyes of 114 preterm infants were initially screened with indirect ophthalmoscope for ROP in NICUs of 17 referral hospitals in Kochi, Kerala between January 2018 and May 2018. All infants <1750 g birth weight and <34 weeks gestational age were screened according to the National Neonatology Forum (NNF) Clinical Practise Guidelines. [11] ROP was observed in 54 eyes with an incidence of 23.6% out of which type 1 high-risk prethreshold ROP was seen in 20 eyes with an incidence of 8.7%. Smartphone-based fundoscopy was used to document ROP in 28 out of 54 eyes diagnosed as ROP. Image quality was "good" in 25 out of 28 (89.2%) eyes undergone smartphone imaging. Three eyes showing poor vessel and retinal differentiation were graded as "bad". Six eyes with zone 1 ROP were documented without globe contact or rotation. Glare and artifacts were seen in 20 out of these 28 eyes (71.4%) but did not hamper in image clarity in most of the eyes. Using different condensing lenses varying from +20D, +28D, and +40D give us visualization with a field of view of 46 °, 53°, and 90,° respectively. Fig. 1 showing the technique of Smart ROP image capture (video 1) and comparison of various images taken from different condensing lenses. Working distance from infant's eye to condensing lens measured was approximately 5 inches, 3 inches, and 1.5 inches with +20D, +28D, and +40D lens, respectively. We observed comparatively small field of view with +20D lens and more chances of peripheral lens edge glare with +40D condensing lens. Wide-field visualization and peripheral retinal fundoscopy till ora serrata was possible in eyes imaged with +28D or +40D lens (video 2, video 3). Various presentations of ROP are seen in Fig. 3 . Fig. 4A shows fundus images of zone 1 ROP before and after anti-vascular endothelial growth (VEGF) injection and rescue laser treatment. Fig. 4B shows retinal images of aggressive posterior ROP (APROP) before and after laser monotherapy.
Discussion
Use of smartphone to capture retinal images has several advantages with small learning curve. First, a smartphone has an almost coaxial, constant, and powerful light source that can directly illuminate the retina and easy to photograph. Second, the smartphone camera can adjust automatically both, exposure time and focus on the retina. Third, fundoscopy with a smartphone is an inexpensive, easy, non-contact, and portable way to record the retinal condition of patients with ROP. Fourth, the smartphone and MIIRetCam or black PVC tube being a light weight gadget, the CSD assembly can be supported with a single hand to capture retina pictures, thus no need of multiple costly gadgets or additional assistants to hold and carry them. This is probably the best and the only way for a single ophthalmologist who has to visit multiple NICU setups on the same day to achieve good documentation. We have found that good documentation greatly improves the communication with the parents concerned and thereby ensures better compliance in treatment and follow-up. Fifth, easy availability and quick data transfer facility make it useful and effective telescreening tool to share and discuss ROP even in remote places. Use of +28D and +40D in addition to +20D condensing lenses have an advantage of wide-field visualization of retina. It can also help in visualization till far periphery without much scleral depression. Although the quality of the picture is not equivalent to those taken by professional equipment like RetCam, the cost performance has more value in developing countries like India. In addition, availability of a smartphone in local and remote hospitals or relatively poor medical healthcare environments is easy nowadays. This technique is also helpful in general patient consultation by experienced ophthalmologists, and the ease of sharing images makes smartphone fundoscopy an extremely useful technique for ROP screening and telemedicine. [10] Stabilizing CSD device assembly in one hand and using other hand for eyeball rotation and/or sclera depression ease us to capture retinal periphery images equivalent to professional wide field fundus imaging systems. According to Lin et al., direction of light and lens should be manually adjusted for good recording but our device assembly facilitates automatically adjusted coaxial image with minimum effort. [10] On an average, the time taken by an experienced ophthalmologist for a full examination under topical anesthesia is approximately 1 min, which is slightly longer than that required by a professional wide-field retinal imaging system. Still, cost-affectivity, portability, ease of handling, and telescreening facility makes smartphone imaging more useful than any other imaging modality.
ROP imaging from KIDROP differs from Smart ROP in various aspects. Firstly, KIDROP composed of 3-4 trained ophthalmic staff, RetCam shuttle, and a laptop equipped with additional special software to record ROP images which are assessed by ophthalmologist elsewhere. [12] While, Smart ROP needs single-trained person (mainly ophthalmologist) and a mobile light weight device to hold smartphone and condensing lens using inbuilt video settings of phone to record ROP. Probe weight of contact imaging devices like 3 netra neo is 310 g and that of RetCam shuttle is still heavier exerting undue pressure over eyeball during examination, especially in the hands of beginners and trainees. Smartphone-based fundus camera have reasonably good field of view of 53° with +28D and 90° with +40D condensing lens, which is not wide as 3 netra neo (120°), [12] RetCam (130°), [13] or Optos imaging system (200°). [3, 14] RetCam and 3 netra neo can through excessive pressure on the eye affect the accurate diagnosis of plus disease, a problem that would not be expected of a Goyal, et al.: Wide field smartphone ROP initiative non-contact system. [14] Non-contact technique used in the Smart ROP though has lesser field of view as compared to previously mentioned techniques but has ease of portability and the amount of pressure exerted on globe is practically negligible. Moreover, cost of MIIRetCam device, in addition to condensing lens easily available in clinic and personal smartphone, is far less than the price of 3 netra neo, RetCam shuttle, or Optos fundus camera. Using black tube with universal smartphone holder further makes it affordable even for beginners. Smart ROP screening is possible with all the smartphones available in market.
Smartphone-based fundus camera was able to obtain "good" images of the retina with wide enough field of view and sufficient quality to grade the presence of ROP in 89.28% eyes of screened premature infants. We found good quality image in 89.28% eyes captured for ROP which is comparable with 90-99% good quality image seen in Pictor non-contact camera, [15] RetCam, [13, 16] 3 netra neo, [12] and Optos dual wavelength scanning laser ophthalmoscope. [14] It is anticipated that newer smartphone-based cameras with better image acquisition will aid in increasing this percentage even further.
Smartphone fundoscopy has certain limitations. Limitation of MIIRetCam or black tube is the learning curve involved and poor image quality while using 20D lens. The nursing assistant needs to hold the head and pupil has to be well dilated. Light emitted by the flash is much strong and divergent than the light source of binocular indirect ophthalmoscope or professional wide-field imaging systems. As of now the technology is used mainly for documentation of ROP in infants already diagnosed after ROP screening by indirect ophthalmoscopy. There are some online available applications which have the advantage of multiple inbuilt light control options. Covering the flash with tape can be an alternate way to reduce light intensity. [17] It is an initial experience with this novel technique of mobile smartphone ROP imaging, stabilizing, and capturing images with only single hand. Presence of increased working eye to lens distance and comparatively small field of view with +20D lens suggest +28D and +40D lens as preferred condensing lenses for initial experience in wide-field ROP imaging. Presence of a single examiner for capturing and accessing ROP images warrants more studies to test image accuracy. The strength of this study is using single hand for stabilizing mobile smartphone over the infant's eye, use of non-contact technique, utilizing second hand of same examiner for visualizing retinal periphery, and without the use of bulky and costly imaging cameras, we were able to capture wide-field fundus images for ROP screening and documentation. Our initial experience using portable, high data storage capacity, cost-effective mobile smartphone can suggest that a mobile phone-based retinal camera can play an important role in infants with ROP.
A portable hand-held smartphone can obtain fundoscopy of good quality. Condensing lens-Smartphone-MIIRetCam device assembly is light weight, non-contact, portable technology with a coaxial light source for fundoscopy. Smartphone fundoscopy can serves as an effective educational tool for educating NICU staff and parents which may help with compliance. It also provides reliable, defensible medicolegal documentation. Smartphone-based fundoscopy can be used to visualize fundus till ora serrata. Digital fundus photographs can be sent immediately and conveniently through the WhatsApp or e-mails. For non-institutional practise and single practitioners cost and portability of the instrument remains a major issue. This technique is relatively easy to master and cost-effective, and above all, with proper training of observers, this technique has a potential advantage of expanding smartphone fundoscopy for telemedicine in developing country like India where cost and availability is a considerable problem. Our initial experience with SROP can help anyone who wishes to perform a ROP imaging and make appropriate diagnosis in a cost-effective manner.
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